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Date:  4/26/19 

TSB Number: TSB-0010 

Route to:  Modernization/Service Manager 

Reference:  OMEGA/NG LOAD WEIGHING DEVICE  

Subject:  Wiring on power up the OMEGA load weighing device 

Action:  Required 

Equipment:  SRA Traction Controller, SRD DC Controller, SRH Hydro Controllers  

Fix:  Wiring diagram of the load weighing device. 

Hardware: N/A 

Wiring Change: Smartrise will be sending an appendix on corrected wiring of the load weiher. 

Note: If you need the job prints updated with the correct wiring please contact 

support@smartrise.us and they will be provided to you.  

Do the following: 

Please refer to the appendix for correct wiring schematic of the Omega load weigher. 

1. Do not wire 24VDC to DCcabin+, do not wire REF to DCcabin-. 

2. Wire 24VDC to 24V and wire REF to GND. 

 

Affected job(s) on file: 

Towne House Apts 1 190114-006 

Towne House Apts 2 190114-006 
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